Hyperspectral imaging is a technique that integrates multiple spectral bands and image information. Its applications range from improving the accuracy of cancer diagnosis to testing the quality of products. Here, we introduce a double-filtering technique that provides high-resolution diagnostic histological images within minutes. The hyperspectral microscopic imaging system is built based on an acousto-optic tunable filter (AOTF). The optimized system is analyzed from the perspective of spectrum and imaging. The spectral resolution can be improved by 37.08 % to 59.95% in the visible light range. The side lobe is obviously inhibited and the purity of spectrum is improved. Furthermore, the example of hyperspectral microscopic imaging is demonstrated with unstained gastric cancer tissue sections to assess the ability of the system in terms of its spectral performances and image quality. The microscopic imaging results of single filtering optical path system and single crystal double filtering optical path system are compared. In general, the optimized double filtering system achieves excellent performance in bandwidth compression and side lobe suppression, especially the first application of hyperspectral microscopy combined with microscope in the visible light range.
I. INTRODUCTION
Hyperspectral imaging (HSI) technology is a growing field integrating multiple spectral bands and spatial information. Its applications include remote sensing, agriculture, resource exploration, environmental monitoring, cancer detection, etc [1] - [6] .
At present, acousto-optic tunable filter (AOTF) is more and more widely used in hyperspectral imaging field [7] - [10] .
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It is attributed to advantages of AOTF device with large angular aperture, no moving parts, high diffraction efficiency, and rapid frequency tuning characteristics in wide spectral range [11] - [14] .
Spectral bandwidth, side lobe and diffraction efficiency are the main parameters used to assess the capability of AOTF. In order to achieve high resolution and hyperspectral images, the high resolution hyperspectral microscopic imaging system with single crystal based on double filtering technology is designed and optimized. In the previous research, the theory and partial experimental verification of double filtering have been realized. The double filtering technology in this paper includes filtering technology based on two AOTFs and a single AOTF. For the former, C. Zhang et al introduced the double filtering with two AOTFs in tandem in 2008 [15] . Recently, an imaging system for measuring two-dimensional surface temperature distribution of microscopic samples is introduced [16] . Wang implemented a hyperspectral imaging for the far field imaging with two AOTFs [17] , [18] . In related fields, A. Jullien introduced a polarized hyperspectral imaging with two cascaded liquid crystal cells [19] . For the latter, You described the double filtering based on AOTF and confirmed the feasibility of the method with a He-Ne laser and a diode laser [20] . C. Justine determined the radio frequency driving for optimum diffraction efficiency for different wavelengths [21] . In 2018, an imaging system with resolution target was established based on single AOTF and showed a double filtering image at 484.0 nm without the use of microscope [22] . However, hyperspectral microscopic imaging system with high resolution and high quality images based on a single AOTF has not been reported.
Non-collinear AOTF is based on uniaxial birefringent crystal. The acousto-optic (AO) crystal material used in our device is tellurium dioxide (TeO2), which is an outstanding AO crystal material and is completely transparent in the range of visible light [23] - [26] .The wavelength range of self-designed AOTF is 400-1000 nm and is controlled by loaded radio frequency (RF) signal. The RF scanning range is 65 MHz -220 MHz.
The wave vector diagram and vector relationship of single and double filtering of AOTF are shown in Fig. 1 . K do ,K ie and K 1 are the diffracted wave vector, the incident optical wave vector and acoustic wave vector of the first AO interaction (e → o), respectively. Extraordinary light is the incident light for the first AO interaction. K io , K de and K 2 are the incident optical wave vector, the diffracted wave vector and acoustic wave vector of the second AO interaction (o → e), respectively. The diffracted light obtained by first AO interaction acts as the incident light of the second AO interaction. θ do/de and θ ie/io represent the diffracted and the incident polar angles, respectively. θ a (θ a = 9.7 • ) is the angle between the K 1 and the [110] . The physical constant σ is related to the rotation ability of the AO crystal.
In this paper, on the basis of the previous work [27] , we have successfully realized the micro-imaging in the broadband light range by combining the double filtering system with the inverted microscope for the first time. We present an optimized hyperspectral microscopic imaging system with single AOTF based on double filtering for increased spectral resolution, decreased side lobe and improved image quality [9] . Examples of hyperspectral microscopic imaging are demonstrated with unstained gastric cancer tissue sections for the first time by using single crystal double filter technology. The microscopic imaging results of single filtering optical path system and single crystal double filtering optical path system are compared.The proposed single crystal double filtering system has many advantages, such as low cost, high resolution, high quality image, and compact, integrated with microscope.
II. EXPERMEBTAL SETUP
The hyperspectral microscopic imaging system with single AO device based on double filtering technology is shown in Fig. 2 . The illustration shows a detailed system configuration of the optimized single acousto-optic crystal double filtering with an inverted microscope (Nikon, TE2000-U). The principle and process of the whole experiment can be summarized as follows. A wide band light source generated by the halogen lamp (60W) mounted on a microscope is used in our experiment, with spectra from 400 -1000 nm. The white light enters our optimized optical system after passing through the sample, objective lens and mirror1. After being collimated by the collimation system, white light passes through polarizer 1 and becomes linearly polarized light with horizontal polarization. Horizontally polarized light (extraordinary light, e light) enters the AOTF and the first AO interaction occurs with ultrasonic wave controlled by radio frequency (RF) signal generator. A diffracted beam and a zero-order transmitted beam will be obtained by the first AO interaction (e → o). According to the momentum matching condition, the diffraction beam of narrow band (ordinary light, o light) is produced.
The optical loop is composed of two silver mirrors and two polarizing beam splitters (PBS) in Fig. 2 , and the diffracted light (ordinary light, o light) produced by the first AO interaction enters the AOTF as the incident light of the second AO interaction. Lens 2 and lens 3 will collimate the diffracted light, ensuring that the incident light entering the device for the second acousto-optic interaction is collimated beam. The o light enters the device to conduct the second AO interaction (o → e). In this way, a narrower diffracted light is produced and the polarization states of incident and diffracted light are perpendicular. Finally, the e light is received by a colour CCD (Nikon, DS-5M, 3.4 µm/ pixel) after passing through Fig. 2 , the black baffle is used to block unwanted light, which is convenient for subsequent research. θ ω (θ ω = 6.323 • ) is an optical wedge angle, which is designed to reduce the drift of the diffracted light.
The refractive index of incident and diffracted light can be expressed as [17] :
where n ie represents the refractive index of extraordinary incident light. The n do represents the refractive index of the diffracted light of extraordinary incident light. The n e and n o are the extraordinary and ordinary refractive indices of TeO2 crystal, respectively. They are described as:
In our experiment, the spectral bandwidth of AO device can be written as [28] :
where the dispersion term λλD = 2π [ n − (∂( n)/∂)],and n = n e -n o . L and θ i are the AO interaction length and the incident angle, respectively.
Equation (6) is the formula for spectral resolution. Where λ is the wavelength of the diffracted light and λ represents the spectral bandwidth.
III. RESULTS
In the following section we report on the performances of the single and double filtering with a TeO2 crystal, including the tuning relationship of the wavelength with RF, spectral bandwidth, spectral resolution and side lobe, using broadband light source. On one hand, we show the compression of spectral bandwidth and the suppression of side-lobe of double filtering technology. On the other hand, examples of hyperspectral microscopic imaging is demonstrated to illustrate the improvement of resolution and image quality based on an AOTF double filtering.
A. SPECTRAL ACQUISITION AND ANALYSIS
We carry out experiments according to the hyperspectral microscopic imaging double filtering system with an AOTF shown in Fig. 2 . The first AO interaction path is shown in red line. The unpolarized light passes through P1 and PBS successively. The e light is selected as the incident light of the first AO interaction, and the diffracted light produced is o light. P1 and P2 are Polaroids. The output beam is received by a spectrometer (HR4000, Ocean Optics). The measurement interval of experimental data points is 1MHz. The RF range set in our experiment is 92 -180 MHz. The wavelength range is 756.66 -450.55 nm. Figure 3 Fig. 5 , it can be concluded that the spectral bandwidth is significantly narrowed from 2.96 nm to 1.99 nm and the side lobes are significantly suppressed by 11.9 dB from −10.34 dB to −22.24 dB. λ1 and λ2 represent spectral bandwidth of the single and double filtering, respectively. The spectral resolution increases with the decrease of spectral bandwidth. The spectral bandwidth described above represents the full width at half maximum.
We compare the spectral resolution of single and double filtering based on the above experimental data. Compared with single filtering, the spectral resolution of single crystal double filtering is increased by 37.08 % to 59.95 %, shown in Fig. 6 .
B. HYPERSPECTRAL IMAGING
In our experiment, the sample is a paraffin slide with the thickness of 5um. Hyperspectral microscopic imaging of VOLUME 8, 2020 tissue section of unstained gastric cancer is performed with single and double filtering, respectively. In each case, when images are collected, the RF of AOTF is scanned from 110 MHz to 180 MHz with an interval of 1MHz, and the RF driving voltage is maintained at 2.5 V. The wavelength range is 650 -450.55 nm. Figure 7 is the results of hyperspectral microscopic imaging of non-staining gastric cancer. The three-dimensional hyperspectral data cube (n = 71) is shown in Fig. 7 (A) . Figure 7 Figure 7 (C) is the transmission spectra of sample. (g) and (h) are respectively the transmission spectra of the two regions of interest (ROI) in Fig. 7 (A) . For example, the triangle icon in (g) corresponds to the triangle ROI in A. The colors of the three spectra lines in (g) and (h) correspond to the ROI of (d), (e) and (f) in Fig. 7 (B) , respectively.
Compared with the results of single filtering hyperspectral imaging, we can also notice that the single crystal double filtering technology shows more detailed information, for example, the texture and edges of the tissue are clearer, and has significant improvement in resolution, image quality and contrast enhancement. The spread of the diffracted angle is reduced by increasing the spectral purity, that is, by compressing the spectral bandwidth. Therefore, the image resolution will be improved. The higher the spectral resolution is, the better the imaging resolution is. When RF is maintained at 115 MHz, 135 MHz and 165 MHz, the image resolution of double filtering is improved by 51.1%, 52.87% and 55.16%, respectively [29] .
IV. CONCLUSION
In conclusion, we have optimized hyperspectral microscopic imaging system with an AO device based on double filtering and experimentally demonstrated the results of single and double filtering with single AOTF. From the perspective of spectrum, the compression of spectral bandwidth and the suppression of side lobe by single crystal double filtering technique are analysed. Meanwhile, this is the first time to successfully achieve hyperspectral microscopic images of unstained gastric cancer tissue samples in the visible region based on double filtering technique. The single crystal double filtering technology has obvious advantages in resolution and imaging quality.
Prospectively, with the development optimization of integration technology, we anticipate that hyperspectral microscopic imaging technology based on single AO crystal double filtering has the capacity to provide additional information on the accuracy of medical diagnosis and can promote further applied research in this field.
